[Glycemia control in diabetic pregnancies under intensive insulin treatment with and without the aid of the Camit-Diacomp system].
The efficiency of glycemia control was compared in two groups of insulin dependent diabetic pregnancies treated with insulin, with and without the aid of the Camit-Diacomp system. The efficiency of glycemia control was analysed in all three trimesters of pregnancy. Mean diurnal fluctuations of glycemia levels in both study groups were compared. The clinical state of newborns, their glycemia and insulin levels in cord blood were analysed as well. No statistically significant differences of glycemia levels between the two compared groups of patients were found, however the observed significant differences of the HbA1C levels between these groups can speak in favour of the efficiency of treatment under the Camit-Diacomp system, which enables a more precise self control of the treatment and dosage of insulin.